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If you get stuck in repairing a defective appliance download this repair information for help. See below.
Good luck to the repair!
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	Also known: TEKTRONIX CSA-8000 NOSCH CSA8000 TDS8000 ANALYZER CSA 8000 TDS NO TDS-8000 NO-SCH

	If you have any question about repairing write your question to the Message board. For this no need registration.
	If the site has helped you and you also want to help others, please Upload a manual, circuit diagram or eeprom that is not yet available on the site.
Have a nice Day!
	See related repair forum topics below. May be help you to repair.



Warning!
If you are not familiar with electronics, do not attempt to repair!
You could suffer a fatal electrical shock! Instead, contact your nearest service center!



Note! To open downloaded files you need acrobat reader or similar pdf reader program. In addition,  
some files are archived,
so you need WinZip or WinRar to open that files. Also some files are djvu so you need djvu viewer to open them.

These free programs can be found on this page: needed progs

If you use opera you have to disable opera turbo function to download file!

If you cannot download this file, try it with CHROME or FIREFOX browser.

Translate this page:


Relevant METER forum topics:

TEKTRONIX 454

Sziasztok
Egy gyalázatos állapotban lévő TEKTRONIX 454 szkópot
hoztam helyre de ma derült ki hogy 3db 1N3758-as tunnel
dióda zárlatos a 4-ből a szinkron fokozatokban.
Van valami ötletetek a problémára?

Üdv Kiss

Tektronix 455-os szkopnak ,menyi az anodfeszultsege?Megoldva.

Sziasztok.Egy Tektronix 455-os szkopnak ujra kell epitsem a sokszorozot.Zarlatos.A kapcsolasi rajzon,nem irja hogy menyi kell legyen az anodfeszultsege.Valaki tud segiteni?Koszonom.

Tektronix DC502 option 1

Hello.
This is my first post on the forum.
I have a defective meter Tektronix DC502 Frequency Option1. SM fits the DC501. The damage is that it always displays "1111111". Generator 5MHz is operational. 7490 dividers as well. Unless the system is damaged 74LS112 U165. On its output there does not appear, regardless of whether the generator is working or push reset. Can anyone confirm this?

Sorry for my English, I use google translate.

Tektronix TDS1012, meghibásodott bemenetek.

Keresem azt a fórum társat aki korábban említette hogy Tektronix TDS 1012 vagy TDS 2012 oszcilloszkopal végzi méréseit.
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TEKTRONIX PROBING HF DIGITAL CIRCUITS 1993 INSTR. SM

TEKTRONIX PS-501-1-2 DC-POWER-SUPPLY INSTRUCTION SCH

TEKTRONIX PS-5010 3X POWER SUPPLY OP-AND-PROGRAMMING 1981 SM

TEKTRONIX PS-503A DUAL-POWER-SUPPLY INSTRUCTION SCH

TEKTRONIX PS-505 POWER-SUPPLY INSTRUCTION SCH


If you want to join us and get repairing help please sign in or sign up by completing a simple electrical test
or write your question to the Message board without registration.
You can write in English language into the forum (not only in Hungarian)!
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